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ABSTRACT Electric-ﬁeld induced changes in structure and conductivity of supported bilayer lipid membranes (SLM) have been
studied at submicroscopic resolution using atomic forcemicroscopy and electrochemical impedance spectroscopy. TheSLMs are
formed on gold surfaces modiﬁed with mixed self-assembled monolayers of a cholesterol-tether and 6-mercaptohexanol. At
applied potentials of#0.25 V versus standard hydrogen electrode, the conductance of the SLM increases andmembrane areas
of,150 nm in size are found to elevate from the surface up to 15 nm in height. To estimate the electric ﬁeld experienced by the lipid
membrane, electrowetting has been used to determine the point of zero charge of a 6-mercaptohexanol-modiﬁed surface (0.196
0.13 V versus standard hydrogen electrode). The effects of electric ﬁelds on the structure and conductance of supported mem-
branes are discussed.
INTRODUCTION
The effects of electric fields on the conductivity of cell
membranes have been investigated since the 1940s, while
electroporation began to mature into a discipline since 1975
(1,2). Despite this long history electric-field effects are still
intensely studied, driven by the wide range of applications of
electroporation, which permeabilizes cell membranes by pore
formation. Under the right conditions, the formation of pores
is reversible and this is the basis for numerous applications in
the transfer of small molecules into and out of cells and
vesicles (3). Electroporation is routinely used in biotech-
nology and has more recently found applications in medicine
as a method for efficient drug delivery and selective de-
struction of malicious (cancer) cells.
In the absence of strong electric fields (i.e., under normal
circumstances), the cell membrane is an exceptional barrier to
polar molecules and ions. The conductivity of cell mem-
branes is usually in the sub-mS/cm2 range while that of pure
lipid bilayers is typically 108 S/cm2. This conductivity in-
creases rapidly when electric fields are applied of 0.15–1 V
across the membrane. For electroporation purposes, the
pulsed electric field has been more successful and therefore
commonly used (1,2). Recent progress has been reported on
shortening of the pulse time (with an increase in electric field
strength) toward the nanosecond time domain and on the
molecular and structural nature of the permeabilization pro-
cess. The latter research area has greatly benefited from
theoretical approaches (e.g., see Krassowska and Filev (4))
and molecular dynamics simulations (5–8). The shortening
of the pulse times has also been beneficial to the simulations
as this has brought the experimental time domain within
reach of that of molecular dynamic simulations (9). The re-
sults of the simulations suggest that the electroporation takes
place in two stages. First, water penetrates the lipid bilayer,
apparently at local defect locations, to form a wirelike struc-
ture. Second, the wires grow in size into water-filled pores in
which the lipids reorganize around the pore to position the
headgroup toward the water column. However, not all studies
agree with the order of these two steps as some studies sug-
gest that lipid reorientation constitutes the first step (10).
Either way, the pore sizes are in the order of nanometers. On
top of these theoretical advances, some groups have been
able to study macro pores in giant unilaminar vesicles using
confocal fluorescence microscopy. These pores are in the
micron range and usually short-lived, although the lifetime
can be extended by clever use of detergents or nonnatural
phospholipids (11,12).
Despite these advances, the experimental visualization of
pores created by most electroporating procedures—submicro-
scopic and short lived—has not yet been possible. Here, the
effects of DC electric fields on supported lipid membranes
(SLM) are studied at submicroscopic resolution using tap-
ping-mode atomic force microscopy (AFM). AFM has been
used with great success to study lipid membranes and mem-
brane proteins (13–17). AFM as a tool to study SLMs pre-
pared by vesicle fusion was first reported by Mou et al.
(18,19) and recently reviewed by Dufreˆne and Lee (20), and
Connell and Smith (21), and Richter et al. (22). Typically,
SLMs for AFM studies are prepared on mica, but to apply
homogeneous electric fields to a SLM, the solid support
needs to be conducting. Here, SLMs (or tethered membranes)
are formed by spontaneous vesicle fusion on template-
stripped gold surfaces modified with a cholesterol tether (see
Fig. 1). To support the AFM results, the membrane conduc-
tivity has also been monitored using electrochemical im-
pedance spectroscopy (EIS).
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MATERIALS AND METHODS
Materials
EO3-cholestol was made as previously described (23). The chemicals
6-mercaptohexanol (6MH; Sigma, St. Louis, MO), 2-propanol, methanol
(HPLC grade; Fisher Scientific, Pittsburgh, PA), and E. coli polar lipid ex-
tract were used as received. All electrochemical experiments were performed
in 20 mM (3-(n-Morpholino)propanesulfonic acid buffer (Sigma) with 30
mMNa2SO4 adjusted to pH 7.4 with NaOH at 20C. Vesicles were prepared
by dispersing 5 g/L lipid in buffer, vortexing and extruding 11 times through
100 nm track-etched Nucleopore membranes (Avanti Polar Lipids, Alabas-
ter, AL).
Template-stripped gold (TSG) surfaces were prepared according to
Stamou et al. (24). In short, 150 nm of gold (Goodfellow, Oakdale, PA) was
evaporated on a polished silicon wafer (Rockwood Wafer Reclaim, Rid-
dings, Derbyshire, United Kingdom) using an Auto 306 evaporator (BOC
Edwards, Wilmington, MA) at ,2 3 106 mBar. The gold surfaces were
then glued with EPO-TEK 377 to glass slides and cured for 120 min at
120C. After cooling, the slides were detached from the silicon wafers to
expose the TSG surface. Self-assembled monolayers (SAMs) were formed
by directly immersing the substrate in 0.11 mM EO3-Cholesterol and 0.89
mM 6MH solution, in propanol, for 16 h. The samples were rinsed with
propanol and methanol, dried under nitrogen, and used within several hours.
It was shown previously that these surfaces contain;60% EO3-Cholesterol
and ;40% 6MH by area (25).
The quantity of 0.5 g/L vesicles in buffer were added to the modified gold
surfaces in the presence of 10 mM CaCl2 and left to incubate for 2 h. After
bilayer formation, the surface was rinsed several times with buffer to remove
remaining vesicles and 1 mM EDTAwas added to one of the rinsing steps to
remove CaII ions.
For the electrochemical contact angle measurement, the TSG samples
were immersed in 1 mM 6MH, in propanol, for 16 h.
Instrumentation
Electrochemical impedance spectra (EIS) were obtained using a thermo-
stated electrochemical cell of all-glass construction, with the main com-
partment housing the gold working electrode (imbedded in a PTFE holder
with a rubber O-ring), a platinum wire counterelectrode, and a saturated
calomel reference electrode (SCE, Radiometer, Copenhagen, Denmark). All
potentials are quoted versus standard hydrogen electrode (SHE). The cell
was enclosed in a Faraday cage to minimize electrical noise and purged with
Argon to remove oxygen. EIS was recorded using an Autolab electro-
chemical analyzer (Eco-Chemie, Utrecht, The Netherlands) equipped with a
PGSTAT30 potentiostat and a FRA2 frequency analyzer. The fits were
preformed by a program that uses a Levenberg-Marquardt procedure and the
errors in the parameters were analyzed using a Monte Carlo bootstrap
method.
Tapping-mode AFM height images were recorded in an electrochemistry
tapping mode fluid cell (Digital Instruments, Veeco Metrology Group, Santa
Barbara, CA) at room temperature (23C) using a Multimode AFM on a
Nanoscope IIIa (Veeco) controller, equipped with a Universal Biopotentio-
stat (Veeco) and silicon nitride cantilevers (NP-S, Veeco Metrology Group).
The electrochemical cell was fitted with a no-leak Ag/AgCl/3M KCl (ESA
Analytical, Aylesbury, Bucks, United Kingdom) reference electrode and a
platinum counterelectrode. The cantilevers had a spring constant of;0.06 N/m.
The height images reported here are raw, unfiltered data obtained by tapping
(dynamic) mode at a frequency in the range 8–9 kHz. Force curves (z-Piezo
extension versus cantilever deflection) were recorder under identical conditions
and converted into true force-distance. Force curves were recorded before and
after experiments to secure that a lipid membrane was indeed present (see Fig. 3
in (26) for an example).
The point of zero charge of TSG surfaces modified with 6MH was de-
termined by measuring the contact angle as a function of applied potential
using a method modified from that of Abbott et al. (27) and Iwami et al. (28).
Advancing contact angles were obtained with a goniometer (First Ten
Angstroms, Portsmouth, VA) and analyzed with FTA 4000 software (First
Ten Angstroms). A drop was placed on the TSG gold surface via a thin
needle and was constantly increased in volumewhile images of the dropwere
taken at exact time-intervals and analyzed afterwards. The drop volume re-
mained always ,0.5 mL. A no-leak Ag/AgCl/3M KCl (ESA Analytical)
reference electrode and a platinum counterelectrode were inserted in the
buffer by placing them in the liquid in front of the needle as schematically
shown in Fig. 2. A four-electrode potentiostat (CHI604, CH Instruments,
Austin, TX) was used to alter the applied potential at 100 mV/s, which was
synchronized with images taken from the growing drop. We note that the
potential of the no-leak reference electrode from ESA Analytical was cali-
brated and found to deviate several tens of mV from that expected for a Ag/
AgCl/3M KCl reference electrode.
RESULTS
SLMs (or tethered membranes) were formed on template-
stripped gold surfaces containing mixed self-assembled
monolayers (SAMs) of EO3-cholestol and 6-mercaptohex-
anol (6MH) with a 60:40 distribution by surface area, re-
spectively (see Fig. 1). The SLMs were prepared using a
polar lipid extract from E. coli, which is negatively charged
and rich in phosphatidyl-ethanolamine. Electric fields were
generated by applying a DC potential versus a reference
electrode using a standard four-electrode electrochemical
setup, which was also used to measure the EIS data (all po-
tentials are given versus a standard hydrogen electrode, or
SHE).
Electrochemical impedance spectroscopy
Fig. 3 A shows the EIS results in the form of a Nyquist dia-
gram and as a function of the applied direct-current potential.
In the Nyquist diagram the semicircle diameter is equivalent
to the transmembrane resistance of the SLM and can be seen
to decrease when the applied potential decreases below;0 V
versus SHE.
FIGURE 1 A schematic representation of the supported lipid membrane
(SLM) used in this work. In this representation, the spacer and the choles-
terol tether are shown to phase-separate on the surface, which was previ-
ously shown to occur on the 10–200 nm scale by friction AFM (25). Based
on neutral reflectivity data from Valincius et al. (31) and McGillivray et al.
(32) on a very similar SLM system, a thin layer of water has been included in
the sublayer.
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Good fits of the EIS data are obtained using a [R(QmRmQd)C]
equivalent circuit in which the elements in square brackets
are in series and in round brackets in parallel and Q is a
constant phase element (CPE), Z ¼ 1/Y0(iv)a. When ana-
lyzing the data with this equivalent circuit it was found that
Qd was characterized by a very low value of Y0 and a  0.5
and was particularly required to accurately fit the low fre-
quencies. This equivalent circuit is interpreted as follows: R
is the solution resistance, Qm is the double-layer capacitance
of the SLMwith a resistance of Rm.C is the capacitance of the
surface without the membrane, and in almost all cases did not
improve the fit significantly (although in some cases it did
decrease the parameter Rm). Qd is the double-layer capaci-
tance of defects sites and, as the double-layer capacitance
depends on the electrode area, the low value for Qd reflects a
low number of defects sites.
We have previously also modeled the EIS of SLM systems








in which Cinf is the double-layer capacitance of the SLM and
DC the additional low frequency capacitance element with
the relaxation time constant t. The value v is the impedance
frequency, and a and b are variables that describe the
symmetrical broadening of the relaxation and the frequency
dispersion of the CPE element, respectively. The quantity
v0 ¼ 1 s1 is a dummy parameter to correct for units. When
fitting the EIS data, it was found that the parameters DC and
t show a high degree of correlation. The parameter DC is
therefore fixed to a value that gives the best fit for all spectra,
and t is fitted to reflect the change in relaxation properties of
the SLM as a function of applied potential.
Rm and t-values determined with both models are shown
in Fig. 3 B, which shows that the faster relaxation (lower t) at
potentials,0.2 V is equivalent to an increase in conductivity
of the SLM.When the potential is lowered to,–0.6 V versus
SHE, the thiol-gold bond of the SAM is reduced and the SLM
is destabilized. This results in a major drop in t or Rm (note
the break in the y axis of Fig. 3 B). However, the SLM is not
immediately destroyed, since t recovers when the potential
is increased again (Fig. 3 B, circles). We note that a small
irreversible change occurs when potentials ,0.2 V are
applied. This change is characterized by a small increase in
the double-layer capacitance of the SLM from ;0.8 to
1.0 mF/cm2.
Atomic force microscopy
Tapping mode AFM of the SLM shows a featureless surface
when potentials are gradually decreased from the open cell
potential (usually;0.2–0.3 V versus SHE) to0.15 V, even
though the EIS results indicate that at ,0.2 V, the conduc-
tivity increases. A typical AFM height image is shown in Fig.
4 A and this image remains unaltered upon repeated scanning.
However, when the applied potential is decreased to0.25 V
FIGURE 3 Electrochemical imped-
ance spectroscopy (EIS) results of a
SLM at varying DC potentials (surface
area ¼ 0.25 cm2). (A) Nyquist plots of
data from a SLM sample at DC poten-
tials as indicated. The lines represent fits
using Eq. 1. (B) Fit results of the EIS
data. (Squares) Fit results of EIS data at
varying DC potentials as shown in panel
A. (Circles) Fit results of the EIS data
measured after reversing the applied
potential to 0.21 V. (Open symbols, right
axis) Rm values using the equivalent
circuit R(QmRmQd)C, in which C has
been fixed to 22 mF 3 cm2 and a from Qd to 0.5; and (solid symbols, left axis) t-values using Eq. 1. Analysis using a Monte Carlo bootstrap method
indicates the errors are smaller than the size of the data-points, except for the Rm values at 10 and 210 mV, for which only a lower limit can be given (indicated
by the arrows).
FIGURE 2 A schematic representation of the system used to measure the
contact angle of an electrochemical surface at varying applied potentials. By
placing the reference and counterelectrode into the electrolyte via the needle
that is used to increase the drop volume to measure the advancing contact
angle, the geometric influence of both electrodes is minimized.
Electric-Field Effects in Membranes 4713
Biophysical Journal 94(12) 4711–4717
or less, elevated areas of ,150 nm in size appear, usually
circular in shape and up to 15 nm in height (Fig. 4 B). These
areas grow between subsequent scans, but, importantly, also
disappear again. This is clearly visible in Fig. 5 in which
individual heightened areas in subsequent scans (each taking
256 s) are shown. When the applied potential is returned to
0.05 V, the surface stabilizes but elevated areas are very slow
to disappear, which could explain the small increase in the
double-layer capacitance of the SLM.
To quantify the results, all peaks above ;3 nm were
manually analyzed from one set of experiments consisting of
29 images at decreasing and increasing applied potentials.
Forty-five locations were identified in a 1 mm2 area in which
heightened areas appeared. Note that the location of the
heightened areas were fixed on the surface and did not mi-
grate or fuse, thus allowing the individual tracking of these
areas (see Fig. 5). Fig. 6 A (square points) shows the total
number of heightened areas in a 1 mm2 area as a function of
applied potential and time. It is clear that the number of
heightened areas is not only dependent on the applied po-
tential, but also on how long this potential is applied. The
number of peaks that appear or disappear is also shown
(circle and triangle data points, respectively). This analysis
indicates that the rate of appearance (and perhaps disap-
pearance) is dependent on the applied potential. It would thus
be possible that heightened areas might be formed even at
potentials between 0.2 and 0.15 V, but with a rate too slow
to be detected with AFM in a 1 mm2 area.
The height and half-peak-width were determined for 403
heightened areas and Fig. 6 B shows their observed correla-
tion. Note that small or very broad peaks might not have been
detected and this is represented by the shaded area in Fig. 6 B.
A sharp cutoff is visible in the ratio height/width and this
defines the maximum sharpness at which peaks are observed.
This maximum ratio is approximately indicated by the
dashed line in Fig. 6 B and a height-width normalized profile
of an area with maximum sharpness is shown in Fig. 6 C.
Electrochemical contact angle measurements
In the previous Results subsections, the field strength across
the membrane was varied by changing the applied potential
(versus SHE). However, the applied potential does not di-
rectly relate to the transmembrane potential across the mem-
brane. To establish the transmembrane potential across the
SLM, the applied potential needs to be offset against the in-
terfacial point of zero charge (pzc) of the underlying solid
substrate. For reasons that will become clear in the Discus-
sion, the pzc of 6HMmodified surfaces is of main interest. To
measure the pzc of 6MH-modified gold surfaces, we followed
a protocol similar to that published by Iwami et al. (28). Iwami
and co-workers measured the static contact angle of a droplet
of electrolyte while changing the applied potential on the
surface. To change the applied potential, a small counter- and
silver reference electrode were inserted into the droplet. This
procedure was modified in that the advancing contact angle
was determined and the reference and counterelectrodes were
connected to the growing droplet as illustrated in Fig. 2. This
simplified the procedure and minimized potential artifacts
that might arise when electrodes are inserted directly in the
droplet.
We note that for surfaces modified with 6MH, the variation
in angle between drops (standard deviation is 3) is almost as
large as the variation induced by changing the applied po-
tential. However, the trend with which the angle changes as a
function of applied potential for each individual drop is re-
producible. Fig. 7 shows the contact angles starting either
from the lower or higher limit of the potential window (solid
and open points, respectively). A clear hysteresis is observed
that depends on the starting point of the experiment. The
hysteresis seems to be due to a change of the SAM induced at
potentials .0.4 V versus SHE, and is irreversible within the
time domain of the experiment (12–14 s). After this change,
the pzc cannot be accurately determined, and is,0.4 V. In
contrast, when the experiment is started at the low potential
limit, a clear maximum in contact angle is observed at 0.19 V
with SD 0.13 V. As the potential is never raised above 0.25 V
in the EIS and AFM experiments, we assume that the pzc for
6HM-modified surfaces is ;0.2 V versus SHE.
DISCUSSION
It is important to note that AFM experiments were also
conducted on SLMs that were formed on SAMs of only EO3-
cholesterol. These SLM structures do not produce elevated
areas, suggesting that the elevated areas are only formed on
FIGURE 4 Electrochemical tapping mode AFM images
(13 1mm) of the same area of a SLMwhile applying either
(A) 0.15 V or (B) 0.35 V versus SHE to the electrode
surface. The images were recorded at 2 Hz under conditions
described in Instrumentation. The dashed boxes refer to
Fig. 5.
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parts of the surface which have been modified with 6MH (it
was previously shown that SAMs of EO3-cholesterol and
6MH are phase-separated (25)). It is for this reason that the
pzc was determined of 6MH-modified surfaces. To our
knowledge, there is only one reported study on the electro-
wetting behavior of OH terminated alkanethiols (29), in
which the maximum contact angle or pzc was found at 0.7 V
versus SHE, which is considerably higher than 0.2 V deter-
mined in this study. However, Sondag-Huethorst and Fokkink
(29) used SAMs of 12-mercaptododecanol, which have a
more crystalline character than 6MH. The relatively high
advancing contact angle of 6MH (45–60 for buffer, com-
pared to 25 for 12-mercaptododecanol; see Fig. 7) suggests
that, due to chain disorder, the hydrophobic alkane chain of
6MH significantly contributes to the electrowetting proper-
ties of 6HM-modified surfaces. It has been shown that the pzc
decreases with hydrophobicity (29), with the pzc of CH3-
terminated SAMs as low as 0.3 V versus SHE (28,29). We
speculate that the less crystalline character of 6MH is also
responsible for the observed hysteresis in Fig. 7, which might
be due to oxidative damage of the thiol groups.
When the potential is applied equal to the pzc, a membrane
adsorbed on top of the 6MH will not experience an electric
field other than that created by the membrane itself. When a
potential other than the pzc is applied to the SLM, the
membrane will experience an electric field proportional to
the difference between the applied potential and the pzc. The
potential drop across the 6MH layer will decrease the electric
field experienced by the lipid membrane. However, the po-
tential drop across the thin 6MH layer is likely to be much
smaller than across the much thicker lipid bilayer. Sondag-
Huethorst and Fokkink (29) have described another issue that
might decrease the electric field experienced by the lipid
membrane. They found a discrepancy between the calculated
surface tension of 12-mercaptododecanol SAMs using either
electrowetting or surface capacitance values and speculated
that the tilt angle of the SAM might change under the influ-
ence of the electric fields. They discarded the possibility that
the discrepancy is due to ion penetration into the SAM, al-
though Boubour and Lennox (30) later showed that this is
also possible. Nonetheless, for the purpose of the work re-
ported here, either explanation will result in a further re-
duction of the electric field experienced by the membrane at a
given applied potential. Finally, as already noted in Results,
the onset on heightened areas is observed at 0.25 V, but
these areasmight also be formed at a slower rate above0.25V
versus SHE. In conclusion, it can be estimated that the onset
of heightened areas as observed by AFM starts at an electric
field of#0.45 V (¼ j 0.25 V pzc j) across the membrane.
The analysis of the heightened areas strongly suggests that
they are limited in sharpness. A normalized height-length
profile of an area with maximum sharpness is shown in Fig.
6 C and is still very shallow, as expected for a curved phos-
pholipid membrane. The sharpness of a heightened area could
be limited by the maximum curvature of the phospholipid
membrane. The width of the heightened areas is most likely
limited by the properties of the mixed SAM (EO3-Cholesterol
and 6MH), which phase-separates on the 1–200-nm length
scale, as previously measured with friction AFM (25).
When potentials at,0 V versus SHE are applied, ions are
increasingly able to penetrate the membrane as shown by
EIS. We note that an extensive EIS study has been performed
of alkanethiol SAMs by Boubour and Lennox (30), who
concluded that below a critical applied potential, a transfor-
mation occurs in the SAM that results in a decrease in re-
sistance. They suggest that this is due to a structural change in
the SAM that allows ions to penetrate the well-packed alkane
chains. The exact nature of the structural change is unknown.
Despite the large difference between a relatively simple SAM
and the SLM system studied here, the EIS results are re-
markably similar in nature.
Several hypotheses could explain the formation of
heightened areas as a function of transmembrane potential. In
the absence of an electric field, a SLM is formed with a
limited amount of water in the sublayer (31,32), which is the
layer between the phospholipid bilayer and the areas of the
FIGURE 5 Two selected areas (indicated by dashed boxes in Fig. 4) of consecutive AFM images of a SLM at varying DC potentials. During each
consecutive AFM image, the given potential was applied to the SLM. Each complete AFM images was taken of a 13 1 mm area at 2 Hz and took 256 s. Some
additional time of;10 s was required between scans to optimize scan conditions. The size of the selected areas is;2003 200 nm. The asterisk indicates the
selected area taken from the same image as shown in Fig. 4 B.
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surface modified by 6MH (see Fig. 1). One possibility is that
when electric fields are applied, pockets of water are formed
that push the membrane upwards. The formation of water
pockets could be either due to transport of electrolyte through
the membrane or due to the formation of water. The latter is
conceivable, since the AFM experiments were done in air and
at negative potentials, some oxygen is reduced to water at the
electrode surface. As no pores have been visualized by AFM,
the transport of electrolyte through the membrane seems less
likely, although the timescale of the AFM imaging (seconds)
will not detect short-lived pores. Furthermore, the EIS results
indicate an increase in charge transport through the mem-
brane at negative potentials. An alternative explanation for
the heightened areas could involve an increase of the mem-
brane area due to the electric field (12,33). An increase of a
membrane tethered to a surface would result in areas in which
the membrane is forced away from the surface.
Interestingly, a recent article showed that micron-sized
areas of SLMs on glass also elevate when phosphatidic-acid
containing lipid layers were subjected to asymmetry in ionic
strength (34). These heightened areas were not formed by
pushing the membrane upwards or an increase in membrane
area, but by bending forces within the membrane. The use of
SLM systems to study bending mechanisms and membrane
curvature has recently been reviewed by Groves (35). To our
knowledge, this report shows, for the first time, the curvature
of the membrane on the nanometer scale.
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